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Physics and chemistry  
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copyright © 
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Mathematics, statistics 
all standard mathematical 
    signs, symbols and  
    abbreviations  
alternate hypothesis HA 
base of natural logarithm e 
catch per unit effort CPUE 
coefficient of variation CV 
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   (multiple) R  
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degree (angular ) ° 
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expected value E 
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not significant NS 
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     population Var 
     sample var 

 

 



 

 

REGIONAL INFORMATION REPORT NO. 4K07-10 

KODIAK ISLAND LAKE ASSESSMENT/LIMNOLOGY PROJECT LABORATORY 
ANALYSIS OPERATIONAL PLAN, 2007 

 

by 
 

Steven Thomsen 
Division of Commercial Fisheries, Kodiak 

 

Alaska Department of Fish and Game 
211 Mission Road 

Kodiak, Alaska 99615 

September 2007

 



The Regional Information Report Series was established in 1987 to provide an information access system for all 
unpublished division reports.  These reports frequently serve diverse ad hoc informational purposes or archive basic 
uninterpreted data.  To accommodate timely reporting of recently collected information, reports in this series undergo 
only limited internal review and may contain preliminary data; this information may be subsequently finalized and 
published in the formal literature.  Consequently, these reports should not be cited without prior approval of the author 
or the Division of Commercial Fisheries. 

 

Steven E.Thomsen 
Alaska Department of Fish and Game, Division of Commercial Fisheries, 

211 Mission Road, Kodiak, AK 99615, USA 
 
This document should be cited as: 
Thomsen, S.E. 2007.  Alaska Department of Fish and Game, Division of Commercial Fisheries, Kodiak Island Lake 

Assessment/Limnology Project Laboratory Analysis Operational Plan, 2007, Regional Information Report 
4K07-10, Kodiak. 

The Alaska Department of Fish and Game administers all programs and activities free from discrimination based on 
race, color, national origin, age, sex, religion, marital status, pregnancy, parenthood, or disability. The department 
administers all programs and activities in compliance with Title VI of the Civil Rights Act of 1964, Section 504 of 
the Rehabilitation Act of 1973, Title II of the Americans with Disabilities Act of 1990, the Age Discrimination Act 
of 1975, and Title IX of the Education Amendments of 1972.  
 
If you believe you have been discriminated against in any program, activity, or facility, or if you desire further 
information please write to ADF&G, P.O. Box 25526, Juneau, AK 99802-5526; U.S. Fish and Wildlife Service, 
4040 N. Fairfax Drive, Suite 300 Webb, Arlington, VA 22203 or O.E.O., U.S. Department of the Interior, 
Washington DC 20240. 
 
For information on alternative formats for this and other department publications, please contact the department 
ADA Coordinator at (voice) 907-465-6077, (TDD) 907-465-3646, or (FAX) 907-465-6078. 

 



 

 i

TABLE OF CONTENTS 
Page 

LIST OF TABLES........................................................................................................................................................iv 

LIST OF FIGURES......................................................................................................................................................iv 

LIST OF APPENDICES ..............................................................................................................................................iv 

ABSTRACT ..................................................................................................................................................................1 

INTRODUCTION.........................................................................................................................................................1 
Goals..............................................................................................................................................................................2 
Objectives ......................................................................................................................................................................2 
Tasks..............................................................................................................................................................................2 
SAMPLE COLLECTION PROCEDURES...................................................................................................................3 
Water Sampling .............................................................................................................................................................3 
Zooplankton Sampling ..................................................................................................................................................3 
Light Measurement........................................................................................................................................................4 
Temperature, Dissolved Oxygen, and Secchi Disk Measurements ...............................................................................4 
NEAR ISLAND LABORATORY INTRODUCTION..................................................................................................5 

GENERAL LABORATORY PROCEDURES..............................................................................................................5 
Safety Considerations ....................................................................................................................................................5 
De-ionized (DI) Water Preparation................................................................................................................................5 
Cleaning Glassware and Plastics ...................................................................................................................................6 
Acid Washing ................................................................................................................................................................6 
Reagent Mixing .............................................................................................................................................................6 
Reagent Disposal ...........................................................................................................................................................6 
Preparing Standards.......................................................................................................................................................6 
Formulating Linear Equations .......................................................................................................................................6 
Thawing Water Samples................................................................................................................................................7 
Cuvette Usage................................................................................................................................................................7 
Quality Assurance..........................................................................................................................................................8 
SAMPLE PROCESSING PROCEDURES ...................................................................................................................8 
Equipment Preparation ..................................................................................................................................................8 
Sample Preservatives.....................................................................................................................................................8 
Water Sample Processing ..............................................................................................................................................9 
SAMPLE ANALYSIS PROCEDURES......................................................................................................................10 
pH ................................................................................................................................................................................10 

Equipment...............................................................................................................................................................10 
Reagents..................................................................................................................................................................10 
Procedure ................................................................................................................................................................10 



 

TABLE OF CONTENTS (Continued) 
Alkalinity.....................................................................................................................................................................10 

Equipment...............................................................................................................................................................11 
Reagents..................................................................................................................................................................11 
Procedure ................................................................................................................................................................11 
Calculations ............................................................................................................................................................11 

Color............................................................................................................................................................................11 
Equipment...............................................................................................................................................................11 
Reagents..................................................................................................................................................................11 
Procedure ................................................................................................................................................................12 
Calculations ............................................................................................................................................................12 

Total Ammonia (Ta)....................................................................................................................................................12 
Equipment...............................................................................................................................................................12 
Reagents..................................................................................................................................................................12 
Standards.................................................................................................................................................................12 
Procedure ................................................................................................................................................................13 
Calculations ............................................................................................................................................................13 

Nitrate And Nitrite.......................................................................................................................................................13 
Equipment...............................................................................................................................................................13 
Reagents..................................................................................................................................................................13 
Standards.................................................................................................................................................................14 
Procedure ................................................................................................................................................................14 
Calculations ............................................................................................................................................................16 

Total Phosphorous (TP) and Total Filterable Phosphorous (TFP)...............................................................................16 
Equipment...............................................................................................................................................................16 
Reagents..................................................................................................................................................................16 
Standards.................................................................................................................................................................17 
Procedure ................................................................................................................................................................17 
Calculations ............................................................................................................................................................17 

Filterable Reactive Phosphorous (Frp) ........................................................................................................................18 
Equipment...............................................................................................................................................................18 
Reagents..................................................................................................................................................................18 
Standards.................................................................................................................................................................18 
Procedure ................................................................................................................................................................18 
Calculations ............................................................................................................................................................18 

Chlorophyll A And Phaeophytin A .............................................................................................................................19 
Equipment...............................................................................................................................................................19 
Reagents..................................................................................................................................................................19 
Procedure ................................................................................................................................................................19 

 ii



 

 iii

TABLE OF CONTENTS (Continued) 
Calculations ............................................................................................................................................................19 

Zooplankton.................................................................................................................................................................20 
GENERAL PREPARATION .................................................................................................................................20 

Equipment .....................................................................................................................................................20 
Procedure.......................................................................................................................................................20 

Identification...........................................................................................................................................................21 
Measurements .........................................................................................................................................................21 
Counting .................................................................................................................................................................22 

QA/QC PROCEDURES..............................................................................................................................................23 
Internal QA and QC Measures ....................................................................................................................................23 
External QA and QC Measures ...................................................................................................................................24 
REFERENCES CITED ...............................................................................................................................................24 

TABLES......................................................................................................................................................................27 

FIGURES ....................................................................................................................................................................33 

APPENDIX A .............................................................................................................................................................43 
 



 

LIST OF TABLES 
Table Page 
  1. Formulating a linear equation for total ammonia (TA) calculations. ............................................................28 
  2. Total ammonia reagent age vs nutrient concentration values........................................................................28 
  3. Serial dilutions needed for color testing. .......................................................................................................28 
  4. Serial dilutions needed for total ammonia (TA) testing. ...............................................................................29 
  5. Serial dilutions needed for Nitrate + Nitrite testing.......................................................................................29 
  6. Serial dilutions needed for total phosphorous (TP) and total filterable phosphorous (TFP) testing..............29 
  7. Serial dilutions needed for filterable reactive phosphorous (FRP) testing. ...................................................30 
  8. Wet length to dry weight relationships for calculating zooplankton biomass. ..............................................31 
  9. Student’s t-statistic and sample sizes (n) used to determine the number (N) of zooplankter’s to be 

measured to achieve a confidence level (CL) of 95%. ..................................................................................32 
 

LIST OF FIGURES 
Figure Page 
  1. Detailed lake survey form. ............................................................................................................................34 
  2. Formulating a linear equation for total ammonia (TA) calculations. ............................................................35 
  3. Total ammonia reagent age vs nutrient concentration values........................................................................36 
   4. Apparatus used to process samples by vacuum filtration to obtain particulates and filtrate: A) using one 

filtrate flask and B) using a filtering manifold. Figure adapted from Koenings etal.(1987). ........................37 
  5.  Total ammonia (TA) calculations.................................................................................................................37 
  6. Cadmium column used to reduce nitrate to nitrite in the manual analysis of nitrate + nitrite nitrogen 

(Koenings et al 1987). ...................................................................................................................................38 
  7. Nitrate + Nitrite calculations. ........................................................................................................................39 
  8. Total phosphorous (TP) and total filterable phosphorous (TFP) calculations. ..............................................39 
  9. Filterable reactive phosphorous (FRP) calculations. .....................................................................................40 
  10. Common cladocerans and copepods with locations of anterior and posterior measuring points 

(Koenings et al. 1987). ..................................................................................................................................41 
  11. Copepod life history stages (Wetzel and Likens 1991). ................................................................................42 
 
 

LIST OF APPENDICES 
Appendix Page 
  A1. Field sampling equipment list. ......................................................................................................................44 
  A2. Lab water filtering equipment list. ................................................................................................................45 
  A3. Sample collection protocol and procedures for lake water processing. Adapted from Koenings et al. 

(1987). ...........................................................................................................................................................46 
  A4. Template 1 – Determination of sample number for adequate body size measurement. ................................46 
  A5. Zooplankton data sheet..................................................................................................................................47 
  A6. Template 2 – Zooplankton count summary sheet..........................................................................................48 
  A7. Template 3 – Zooplankton density summary sheet by surface area. .............................................................49 
  A8. Template 4 – Zooplankton density summary sheet by volume. ....................................................................50 

 iv



 

ABSTRACT 
The Lake Assessment Project for the Kodiak and Afognak Islands was started in the mid-1980s as part of a salmon 
comprehensive plan to examine and prioritize the region’s sockeye salmon Oncorhynchus nerka production 
potential. As part of the Kodiak Regional Comprehensive Salmon Plan, limnological and fishery investigations were 
initiated simultaneously to determine the appropriate enhancement and/or rehabilitation strategy for depressed 
sockeye salmon stocks or the stocking potential of barriered lakes without anadromous fish. The Alaska Department 
of Fish and Game Near Island laboratory was established in 2000 and since then has collected and analyzed 
limnological samples to meet these goals. This report provides the sampling processing procedures.  

Key words: limnology, Kodiak Island, Afognak Island, 

INTRODUCTION 
The Alaska Department of Fish and Game (ADF&G) began sampling Kodiak Island lakes for 
limnological data in the early 1980s (Schrof et al.2000). Lake sampling and laboratory 
processing of samples were difficult to sustain by the early 1990s due to the reduction of the 
ADF&G budget. As a result, in 1991 the Kodiak Regional Aquaculture Association (KRAA) 
began funding the majority of limnology sampling and laboratory analysis in the Kodiak area. 
The limnology program has become an integral part of salmon enhancement, restoration, and 
biological monitoring projects within the Kodiak area (Honnold et al. 1996). Over 30 Kodiak 
Island Archipelago lakes have been sampled for limnological data since this cooperative 
ADF&G/KRAA program was initiated. The limnology program is scheduled to continue in 
conjunction with salmon stocking and other enhancement/rehabilitation projects. The Kodiak 
Island Archipelago sampling project goals, objectives, and methods are covered in the specific 
operational plan (ADF&G 2007).  

Until 2000, water samples were collected by the ADF&G staff in Kodiak and then processed and 
analyzed by the ADF&G, Division of Commercial Fisheries Central Region Limnology program 
(CRL). In 2000, the ADF&G CRL staff discontinued providing contract laboratory services for 
the Kodiak area. To continue the limnology program in the Kodiak area the ADF&G Near Island 
Laboratory (NIL) in Kodiak was started in 2000, for the collection, processing, and analyses 
water samples. The NIL has been utilized for the collection and analyses of samples for several 
other projects as well as the Lake Assessment Project. 

Afognak Lake is monitored as part of the U.S. Fish and Wildlife Service, Office of Subsistence 
Management, Fisheries Resource Monitoring (FRM) Program (project 04-412; Honnold and 
Schrof 2004). The FRM project goals, objectives, and methods are comprehensively covered in 
the specific project operational plan (ADF&G 2007). 

The NIL has been processing zooplankton samples sent from the ADF&G, region I, Division of 
Commercial Fisheries for the past three years. In 2007, zooplankton samples from seven lakes 
located in Southeast Alaska will also be processed and the data summarized at the NIL. 

Several NIL projects have been discontinued in 2007. Processing of limnology samples from 
Chignik, Black, and Bear Lakes, located on the Alaska Peninsula and funded through the 
Chignik Watershed Ecological Assessment Project will not continue in 2007. Nutrient samples 
from Salmon Lake located near Nome will not be processed at the NIL in 2007. Funding for 
extensive studies at Karluk and Spiridon Lakes through the Exxon Valdez Oil Spill Council 
(EVOS), Gulf of Alaska Ecosystem Monitoring (GEM) program will not continue in 2007. 
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GOALS 
1. Provide sampling logistics and laboratory support for limnology in the Kodiak area and assist 

ADF&G programs in other regions with their sample processing needs if capacity allows. 

2. Assess the primary and secondary production of selected sockeye salmon nursery lakes in the 
Kodiak Archipelago. 

3. Monitor rearing habitat of selected salmon systems to assist in lake management to maintain 
productive juvenile rearing and subsequent adult production.  

OBJECTIVES 
1. Measure water chemistry, nutrient, and chlorophyll a concentration from samples collected 

to estimate the seasonal mean water chemistry, nutrient, and chlorophyll a concentrations by 
unit volume. 

2. Quantify and measure each species of macrozooplankton from samples collected to estimate 
the seasonal mean density, biomass, and size of each of the species. 

3. Collect light attenuation data to estimate the euphotic zone depth (EZD) for algal 
photosynthesis. 

4. Determine the temperature and dissolved oxygen regimes. 

TASKS 
1. Collect lake water at limnology sampling stations (ADF&G 2007). 

2. Collect one zooplankton sample at each limnology sampling station (ADF&G 2007).  

3. Collect depth profiles of light attenuation (Foot Candles) at each limnology station (ADF&G 
2007). 

4. Measure depth profiles of dissolved oxygen (mg/l) and temperature (oC) at each limnology 
station (ADF&G 2007). 

5. Measure the water clarity at each limnology station with a secchi disk (ADF&G 2007). 

6. Process and analyze the above mentioned water and zooplankton samples at the NIL. 

7. Process and analyze water and/or zooplankton samples from any additional subcontracts at 
the NIL. 

8. Data entry and data archiving; All data collected by the ADF&G are available to the public 
upon specific request. 

9. The field staff is responsible for scheduling air charters to sample and complete field 
sampling on schedule. Field staff is responsible for reviewing the department's safety 
Standard Operating Procedures (SOP), with emphasis on aircraft and boating safety. 
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SAMPLE COLLECTION PROCEDURES 
WATER SAMPLING 
Collect water samples from the assigned lakes at the appropriate depths (ADF&G 2007). The 
Field Sampling Equipment List (Appendix A1) indicates all the necessary collection gear. To 
collect water samples use the following methods: 

1. Prepare a clearly marked morphometric map showing GPS station locations at the lake being 
sampled. Keep a copy of the map on file in the Kodiak office and at the Near Island 
laboratory. 

2. Pre-clean and label all plastic carboy containers with the name of the lake, station and depth 
(outlined on page 8 in the General Laboratory Procedures section). 

3. Collect lake water at the appropriate depth and lake station (ADF&G 2007). Collect water 
samples using a Van Dorn sampler. 

a. Lower the sampler to the desired depth (1 or 50 m). 

b. Attach a weighted messenger to the rope. Drop the messenger down the rope to release 
the mechanism closing the Van Dorn Bottle. 

c. Pull the sampler to the surface. Rinse the pre-labeled carboy with a small portion of 
sample water and discard the rinse water. Pour the remaining sample water into the 
carboy. 

d. Repeat this procedure, if needed, (without rinsing) until the carboy contains four liters.  
Discard any samples that contain sediment and collect another sample. 

e. Record sampling depths, stations, and other appropriate comments on the Detailed Lake 
Survey (DLS) Form (Figure 1). 

ZOOPLANKTON SAMPLING 
Collect one zooplankton sample at each station using the vertical tow method: (ADF&G 2007). 

1. Pre-clean and label all 125 ml polypropylene zooplankton bottles with the name of the lake, 
station, date, and depth (outlined on page 8 in the General Laboratory Procedures section). 
Add 12.5 ml buffered formalin (10% of volume) to each polypropylene bottle and seal the lid 
with electrical tape to prevent the contents from leaking out. 

2. Collect zooplankton samples at each station using the vertical tow method, using a 0.2-m 
diameter, 153 micron mesh conical net. Prior to sampling, measure the station depth by 
lowering a weighted, metered line to the lake bottom.  

3. Lower the tow net into the lake at a steady rate (so that the cod-end stays below the opening 
of the net) until the bottom of the net is about 1 meter from the lake bottom. 

4. Retrieve the net manually at a constant rate of approximately 0.5 m/sec., stopping with the 
rim of the net just above the surface, slowly working the contents of the tow towards the 
plankton bucket. 

5. Rinse the net with filtered water from a squirt bottle from the top down to the cod-end to 
wash contents into the plankton bucket. 
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6. Remove the plankton bucket from the net and pour the contents into a pre-labeled 125 ml 
polypropylene bottle. 

7. Rinse the remaining tow contents off of the collection basin screen using the squirt bottle 
containing filtered water and pour into the polypropylene bottle until full. 

8. Completely clean the collection net and plankton bucket between each use. 

LIGHT MEASUREMENT 
Measure light levels at the limnology station using an electronic photometer. The Protomatic 
photometer is capable of measuring both "up" and "down" measurements. Only "up" (sensor 
oriented towards the surface) measurements will be recorded. Measurements need to be taken on 
the sunny side of the plane to avoid shading the critical incidence and surface readings. If 
readings increase in light intensity as depth increases start measurements over. 

1. Record light readings (foot candles) beginning just above the lake surface (incidence), then 
just below the surface at 0.5 m intervals to 5 m (i.e., 0.5, 1, 1.5, …., 5)  and then every meter 
(5, 6, 7, etc.) thereafter until the light level is 1% of the incidence reading. 

2. Record data on the Detailed Lakes Survey (DLS) form (Figure 1). 

TEMPERATURE, DISSOLVED OXYGEN, AND SECCHI DISK MEASUREMENTS 
Measure water temperature (oC) and dissolved oxygen (DO; mg/l) levels at each lake station with 
a dissolved oxygen meter in conjunction with water and zooplankton sampling (ADF&G 2007). 

1. Examine the membrane on the meter probe prior to use for air bubbles and condition (e.g., 
tears, folds) and replace if necessary. 

2. Measure the surface temperature with a handheld thermometer to ensure that the meter is 
working properly. 

3. Turn the meter on for 5 to 10 minutes to warm up and then calibrate as described on the back 
of the meter. 

4. Verify the DO reading by taking the surface water temperature and referring to the chart on 
the back of the meter. Verify DO at each lake. 

5. Measure DO readings from the surface to the bottom at 1 m intervals. During isothermic 
periods (spring and fall), readings will be taken at 5 to 10 m intervals. 

6. Record data on the DLS form (Figure 1). 

7. Record Secchi Disk (SD) transparency at each station as a measure of water clarity. 

a. Lower the SD into the water on a metered line until it disappears from view; then pull 
upward until it reappears. 

b. Average the two readings and record on the DLS form (Figure 1). 

Note: SD depth should be measured on the shaded or lee side of the boat or plane In a plane 
measure the SD from under the wing. 
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NEAR ISLAND LABORATORY INTRODUCTION 
The Near Island laboratory processes and analyzes water samples for the following nutrients and 
algal pigment concentrations: Total phosphorous (TP), total filterable phosphorous (TFP), 
filterable reactive phosphorous (FRP), total kjeldahl nitrogen (TKN), total ammonia (TA), nitrate 
+ nitrite, chlorophyll a, and phaeophytin a. Other nutrients that may be analyzed include reactive 
silicone and organic carbon. In addition, water chemistry parameters, such as pH and alkalinity 
are analyzed. Turbidity, color, calcium, magnesium, and iron may also be assessed. Zooplankton 
samples are processed and analyzed for species abundance, biomass, and size. 

Until 2000, the Central Region Laboratory using the methods described in Koenings et al. (1987) 
analyzed water samples. Laboratory analysis in Kodiak at the NIL will continue to follow 
Koenings et al. (1987) methods, however, several procedures have been modified to reflect new 
techniques and utilize available laboratory equipment. Beginning in 2003, TKN analysis has 
been sent out to either South Dakota University or Central Region Laboratory for analysis. This 
will continue for 2007. Consult Koenings et al. (1987) for laboratory methods not covered in this 
operational plan. 

In 2003, the NIL streamlined water sample processing procedures. Prior processing procedures 
are described in ADF&G (2002). 

GENERAL LABORATORY PROCEDURES 
SAFETY CONSIDERATIONS 
Many chemicals used in the laboratory require special procedures. The laboratory has all the 
necessary safety equipment (i.e. hoods, eye wash stations, shower, fire extinguisher, and personal 
protective clothing) to comply with safety regulations. Laboratory personnel need to recognize 
health and safety hazards. 

1. Follow material safety data sheet (MSDS) procedures. MSDS sheets are on file at the 
laboratory for reference and describe special procedures required for the handling, storage, 
and use of specific chemicals. All chemicals must be stored according to the MSDS sheets. 

2. Most chemicals require the use of a hood and gloves. 

3. Limit reagent use and chemical disposal to the hood as much as possible (including cuvette 
waste). 

4. Always add strong acids or bases to water. Never add water to acids. 

DE-IONIZED (DI) WATER PREPARATION 
Prepare DI water with a Barnstead B-Pure filtration unit with ultrapure and pretreatment 
cartridges using the following methods: 

1. Connect the left (when facing unit) hose to the DI water faucet (tap water can be used). 

2. Place the right hose in the sink, turn on the water faucet, and allow water to flow through the 
system for several minutes. 

3. Connect the power cord. As long as readings remain above 14.0 meg-ohm, place the right 
hose into the DI container. 
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4. If the readings fall below and remain under 14.0 meg-ohm the filters need to be replaced.  
See the product manual for filter replacement procedures. 

5. Disconnect the power cord and filtration unit when finished. 

CLEANING GLASSWARE AND PLASTICS 
1. Wash all glassware and plastics with phosphate-free soap and rinse with tap water four times 

and again four times with DI water. 

2. Never use containers that have previously contained formalin (e.g. zooplankton or smolt 
sample bottles) for water samples. 

ACID WASHING 
1. Use 10% Hydrochloric acid (HCl) to clean all glassware used for TA, TP, TFP, and FRP. 

10% HCl – add 100 ml concentrated HCl to 800 ml DI water, mix,cool and fill with DI water 
to 1 L. 

2. Acid wash glassware each day before use, keeping covered at all times.  Always acid wash 
all glassware in the hood and dispose of waste into a waste container in the hood. 

3. Do not acid wash glassware used for Chlorophyll a analysis. 

REAGENT MIXING 
Maintain a reagent log. Include the date, type, and volume of reagent mixed. This log is required 
in conjunction with the chemical disposal log. Mixed reagents degrade with time, changing the 
accuracy of the nutrient tests. Tracking the age of reagents helps to maintain quality laboratory 
data. 

REAGENT DISPOSAL 
Maintain a chemical disposal log; laboratory procedures produce hazardous waste material. The 
NIL is currently meeting all the regulations established to deal with hazardous waste. A written 
chemical disposal log listing the date and all types of chemicals and volumes disposed into the 
fume hood drains must be maintained to adhere to these regulations. 

PREPARING STANDARDS 
Standards are used to produce serial dilutions (known concentrations) for water tests. Each test 
contains a chart giving specific serial dilutions to prepare. Accuracy and cleanliness is extremely 
important in preparing sample standards. 

1. Mix the standard in a volumetric flask of the correct capacity. 

2. Use weighing funnels to reduce chemical spillage. Pour the weighing funnel contents into the 
appropriate volumetric flask and rinse the funnel into the volumetric flask with DI water or 
the appropriate dilution agent. 

3. Choose a pipet with the appropriate capacity. 

FORMULATING LINEAR EQUATIONS 
Serial dilutions given in each test section are measured in the spectrophotometer at the given 
wave length and plotted with their corresponding concentration to produce a linear equation. 
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Water samples (unknown concentrations) are measured simultaneously in the spectrophotometer 
and their corresponding value is entered into the linear equation provided by the serial dilutions 
to produce a concentration value. Serial dilutions should be made each day a test is run. 
Formulate a linear equation by regressing known serial dilution concentrations against averaged 
absorbances (spectrophotometer measurements), and calculate the coefficent of determination 
(r2) using the following procedures (Table 1, Figure 2): 

1. Enter the serial dilution volume (ml) into column A and the volume of DI water (ml) added 
into column B in an Excel spreadsheet (Table 1). These two columns added together 
constitute the total volume of the sample standard. Enter the known concentration value 
(units vary with test type) of the serial dilutions into column C. 

2. Enter the sample absorbance (spectrophotometer measurement) at the appropriate wave 
length into column D. 

3. Enter a formula subtracting the blank absorbance from each of the serial dilution absorbances 
into column E. This subtracts absorbance associated with the addition of reagents. 

4. Plot the data using a scatter plot, setting the X values to equal the adjusted sample 
absorbances (column E), and the Y values to equal the secondary standard concentrations 
(serial dilutions) in column C. 

5. Choose “add a trendline” to add the linear equation and r2 value to the graph.  Caution: Do 
not force the values through zero. Forcing the line through zero has proven to give 
unsatisfactory results. 

6. Calculate sample nutrient concentrations by subtracting the same averaged blank absorbance 
from the averaged sample nutrient absorbances, and substituting these values into the 
regression formula calculated by the serial dilutions. 

THAWING WATER SAMPLES 
Freezing water samples is required if they are not to be processed within 3 days (see water 
sample processing). Carefully thaw the water samples in a water bath at no more than 20 oC or in 
the refrigerator before use. Overheating the sample can break chemical bonds. Always 
completely thaw the sample. If possible analyze total ammonia (TA) concentration first because 
it changes rapidly with repeated freezing and thawing. 

CUVETTE USAGE 
Cuvettes are small clear sample containers, which are placed in the spectrophotometer to 
measure absorbance. Standard rectangular (10 mm light path) cuvettes are used in tests with high 
concentrations of nutrients and cylindrical long path (100 mm light path) cuvettes are used in 
tests with low concentrations of nutrients. Cuvettes are matched to each other and need careful 
handling to maintain accurate readings. 

1. At the start of each season fill a set of cuvettes with DI water to compare absorbances at 
different wave lengths with each other. Make sure they match perfectly. 

2. Always wear gloves when handling cuvettes because finger prints can affect light 
absorbance. Special soft, lint-free cleaning materials are needed to wipe clean the cuvettes. 
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3. Look at a bright light through the filled cuvette to check for anything left on the surface (e.g. 
water spots, fingerprints) that will affect the readings. 

4. After recording readings, empty the cuvette contents into a chemical disposal container under 
the hood (contains hazardous materials). Wash the cuvette thoroughly with phosphate free 
soap; rinse with DI water, and acid wash. Do not brush or scrub the cuvettes because they 
will scratch. 

QUALITY ASSURANCE 
To ensure precise and accurate data, quality assurance measures must be taken. Every day 
quality assurance includes careful attention to cleanliness (e.g. glassware, cuvettes), exact 
measurements when preparing or adding reagents and standards, the use of standards with every 
nutrient batch, and the plotting of reagent ages (Table 2, Figure 3). To further decrease 
variability between sample runs the NIL uses many reagents only the day after they were made. 
To check overall accuracy use blind quality control nutrient standards (available through VWR 
Scientific) and send duplicate water samples to independent laboratories. 

SAMPLE PROCESSING PROCEDURES 
EQUIPMENT PREPARATION 
Refer to Appendix A2 for equipment needed to filter water samples in the lab. Use two vacuum 
pumps (Figure 4) with pump suctions set at 15 psi to filter water samples as follows: 

1. Wash the filtration equipment (i.e. filter towers, flasks) and graduated cylinders with 
phosphate-free soap, and then rinse with tap water four times and again four times with DI 
water prior to filtering (see De-ionized water section). Cover the graduated cylinders and 
filter towers with parafilm to keep out contaminates. 

2. Attach a vacuum pump to a three place filtration manifold and attach three filtration flasks to 
the manifold. See apparatus A in Figure 4. Apparatus A is used to collect one particulate 
filter pad (C, N, or P) and filtered water from each of three samples. 

3. Attach a vacuum pump to a waste collection carboy and attach a three place filtration 
manifold with three filtration towers to the carboy. See apparatus B in Figure 4. Apparatus B 
is used to collect chlorophyll a for each of three samples. Chlorophyll a samples are always 
processed using the same graduated cylinders and filtration towers. 

4. Keep the pump oil reservoir level filled to the red line. 

SAMPLE PRESERVATIVES 
The following sample preservatives are used to stabilize chlorophyll a, phytoplankton, and 
zooplankton, respectively. 

1. Magnesium carbonate (MgCO3) – Add 1 g of magnesium carbonate-n-hydrate to 100 ml of 
DI water. Magnesium carbonate settles after sitting so shake well before adding to the 
chlorophyll a filter tower. 

2. Lugol’s acetate – Add 10 g of potassium iodide, 5 g of iodine, and 5 g of sodium acetate-
trihydrate to 70 ml of DI water. 
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3. Buffered formalin – Add  ~ 10 pellets of sodium hydroxide (NaOH) to one liter of 100% 
formalin (37% formaldehyde) or until a pH of 7 to 8 is reached.  

WATER SAMPLE PROCESSING 
Process water samples within three days of field sampling. Rinse Polypropylene bottles and 
graduated cylinders with a small portion of sample water from each carboy. Use a graduated 
cylinder to measure the following sub samples for each carboy. See Appendix A3 for sample 
collection protocol and procedures for processing lake water. 

Fill the following sample collection containers directly from the sample carboy: 

1. Unfiltered refrigerated: Measure approximately 500 ml of sample water into a 500 ml 
polypropylene bottle (fill to the top to aviod trapped air) and refrigerate. 

2. Unfiltered frozen: Measure about 450 ml of sample water into a 500 ml polypropylene bottle 
(leave space at the top to allow for expansion while freezing) and then freeze. 

3. Phytoplankton: (No collection scheduled for 2007). Measure 100 ml of unfiltered water and 
place into an amber 125 ml polypropylene bottle. Place a clean microscope slide into the 
polypropylene bottle to preserve diatoms by assuring silicon uptake. Add 2.0 ml Lugol’s 
acetate, mix gently, and store in the dark at room temperature. 

Using the two vacuum pumps process the following: 

1. Particulates: 

a. With sterile forceps, place sterile Whatman GF/F filter pads on all six of the filter towers. 

b. Draw 100 ml of DI water through all three filter pads of apparatus A (filtrate collection) 
and discard. 

c. Choose a water sample and rinse two graduated cylinders (previously cleaned) with 
approximately 200 ml of sample water and discard. 

d. Fill the rinsed cylinders with 1000 ml of sample water and place one in front of the left 
filtration tower of apparatus A and the other in front of the left filtration tower of 
apparatus B. 

e. Repeat c and d for water samples two (use center position) and three (use right position). 
Ordering is important to keep track of sample placement. 

f. Pour 100 ml from the graduated cylinders in front of apparatus A into each of the three 
corresponding filter towers. Draw the water into the filtration flasks, rinse, and discard. 
This rinses the DI water from the filtration flasks. 

g. Fill each of the six filtration towers with sample water from its corresponding graduated 
cylinder. Filter and add more sample water to each filtration tower until 950 ml is filtered 
from each of the samples. For apparatus A (filtrate) filter the remaining 50 ml and 
continue with step “i”, without rinsing. For apparatus B (chlorophyll a) proceed to step h. 

h. When ~ 50 ml of the sample remains in the chlorophyll a filtration towers add ~5 ml of 
the magnesium chloride (MgCO3) solution to the filtration towers to preserve the sample. 
Wash all three filtration towers from apparatus B with DI water to insure that all the 
particulates are collected on the filters. Do not wash the filtration towers from apparatus 
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A with DI water because this would dilute the filtered water used for the filtered frozen 
sample. 

i. Remove the particulate nutrient filter pads with forceps from the filter towers and place in 
the appropriately labeled, covered filter holder and store in the freezer. 

j. Save the filtered water collected from apparatus A (2000 ml filtration flask) for the 
filtered frozen sample. Discard the filtered water collected from apparatus B (waste 
carboy). 

2. Filtered frozen: Rinse the filtered frozen 500 ml polypropylene bottle with a small amount of 
filtrate water from the filtrate flask (apparatus A) and discard. Pour approximately 450 ml of 
the filtrate water into the polypropylene bottle and store in the freezer. 

SAMPLE ANALYSIS PROCEDURES  
PH 
Almost every chemical reaction is pH dependent, making it an important aspect of water quality. 
pH units are a measurement of the concentration of hydrogen ions (acidity) in a solution at a 
specific temperature and are important in determining alkalinity (Koenings et al. 1987). 

Equipment 
Corning model 430 pH meter, 100 ml graduated cylinder, and 250 ml beakers. 

Reagents  
Buffer solutions of pH 4 and 7 to calibrate the pH meter. Electrode fill solution of 3 M KCl. 
Store the pH electrodes in a pH 4 or 7 buffer solution. 

Procedure 
1. Calibrate the pH meter (Corning instruction manual, 1996). 

2. Pour 100 ml of the unfiltered refrigerated water sample into a 250 ml beaker. Allow the 
sample to reach 20oC. 

3. Pull the rubber plug from the pH probe. Immerse the pH probe into the sample and stir 
briefly to clear the electrode fill solution from the probe. Record the measurement when 
equilibrium is reached. Stirring affects the pH so be sure to allow adequate time for the 
sample to stabilize. 

4. Rinse the probe with DI water and blot dry. 

5. Continue with the next sample or place the probe into the electrode storage solution. 

ALKALINITY 
A lake’s alkalinity determines its ability to resist changes in pH (Koenings et al. 1987). Many 
chemical reactions, such as photosynthesis, affect the pH and alkalinity (buffering capacity) and 
are important to the health of the lake. Alkalinity is principally due to the presence of carbonate 
and bicarbonate ions, which are converted to carbon dioxide at a pH of 4.5. A measure of 
alkalinity can determine the amount of inorganic carbon available for algal uptake. 
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Equipment   
Metler Toledo Seven Easy pH meter, 10 ml buret, buret stand, magnetic stirrer, large magnetic 
stir bar, volumetric flasks, pipettes, 100 ml graduated cylinder, and 250 ml beaker. 

Reagents  
1. 1 N Sulfuric acid – Dilute 27.8 ml of concentrated H2SO4 to 1 L with DI water.  Caution – 

Never add water to acid! 

2. 0.02 N Sulfuric acid – Dilute 10 ml of 1 N Sulfuric acid to 500 ml with DI water. 

3. Buffer solutions of pH 4 and 7 to calibrate the pH meter. 

Procedure 
1. Calibrate the pH meter (Metler Toledo instruction manual, 2003). 

2. Measure 100 ml of the unfiltered refrigerated water sample into a 250 ml beaker. Allow the 
sample to reach 20o C. Place a stir bar into the 250 ml beaker and place the beaker on a 
magnetic stirrer. Place the pH meter probe into the beaker with the water sample. 

3. Fill the 10 ml buret with 0.02 N sulfuric acid (titrant). Slowly add titrant to the water sample, 
stirring to mix the sample. Allow the sample to stabilize after additions, while monitoring the 
pH. Add titrant until a pH of 4.5 is reached and record the volume (ml) of titrant used. 

Calculations 
 Total Alkalinity  (mg L-1 as CaCO3) = B x N x 50000 

                                                                       V 

Where:    

 B = ml titrant 

 N = normality of the titrant 

 V = sample volume (ml) 

 

Or:       If the above procedure is followed: 

Total Alkalinity = B x 10 

COLOR 
The presence of organic compounds and colloidal particles imparts color and restricts light 
penetration (Wetzel and Likens. 1991). Color is one factor in light penetration and affects the 
photic depth (1% of surface illumination). 

Equipment   
Spectronic Genesys 5 spectrophotometer and 10 mm cuvettes. 

Reagents  
500 Platinum cobalt unit standard supplied by Hach Chemical Company. 
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Procedure 
1. Prepare thirteen serial dilutions of the cobalt standard using Table 3. 

2. Measure the absorbance of the serial dilutions at 400 nanometers (nm) against a DI water 
blank in the spectrophotometer (Spectronic 1996). 

3. Plot the values in Excel and run a regression to calculate a linear formula and an r2. 

4. Measure the absorbance of duplicate filtered frozen water samples at 400 nm in the 
spectrophotometer against a DI water blank. 

Calculations 
1. Formulate a linear equation by regressing the cobalt serial dilution concentrations against 

their respective absorbances, and calculate the r2. Follow the procedures under the General 
Laboratory Practices Section. 

2. Determine the water sample concentration by subtracting the average blank (0.000) serial 
dilution absorbance from the average water sample absorbance and insert the value into the 
regression formula provided by the serial dilutions. 

TOTAL AMMONIA (TA) 
Lake nitrogen includes organic nitrogen, ammonium (NH4

+), ammonia (NH3), nitrite (NO2
-), and 

nitrate (NO3
-) (Koenings et al. 1987). Phytoplankton utilize inorganic nitrogen, but prefer 

ammonium and ammonia. The Total Ammonia test determines ammonium and ammonia 
concentration. 

Equipment  
Spectronic Genesys 5 Spectrophotometer, 50 ml stoppered cylinders, and 100 mm cuvettes. 

Reagents 
1. Phenol – Dissolve 25.0 g of phenol into ~100 ml of reagent alcohol (ethyl), and dilute to 250 

ml with reagent alcohol. This reagent degrades rapidly. 

Caution: This reagent is toxic! 

2. Ferrocyanide solution – Dissolve 1.55 g of potassium ferrocyanide-trihydrate into ~200 ml of 
DI water, and dilute to 250 ml.  This reagent has a 1 month shelf life. 

3. Hypochlorite solution – Dissolve 80 g of sodium citrate-trihydrate and 4 g of sodium 
hydroxide into ~300 ml of DI water. Add 100 ml of Clorox (5% sodium hypochlorite), and 
dilute to 500 ml with DI water. Caution: Ultra Clorox is more concentrated than standard 
Clorox.  This reagent and the opened Clorox have a two-month shelf life. 

To decrease variability between sample runs the NIL only uses the Phenol, Ferrocyanide, and 
Hypochlorite solutions on the day after they were made. 

Standards 
1. Primary nitrogen standard (0.2 mg ml-1 N) – Dissolve 0.3824 g of ammonium chloride 

(NH4Cl) into ~400 ml of DI water, and dilute to 500 ml. Be sure and use a volumetric flask! 
The primary standard should be replaced after six months. 
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2. Secondary standard (0.5 μg ml-1 N) – Dilute 1.25 ml of the primary standard to 500 ml. The 
secondary standard should be replaced after three months. 

Procedure  
Add the three reagents in steps 3 through 5 to the stoppered cylinders in groups of three to 
stagger color development, allowing for proper processing time. 

1. Label two 50 ml stoppered cylinders (SC) for each water sample, two SC for 0.0 and 5.0 
serial dilutions, and one SC for each of the five remaining serial dilutions listed in Table 4. 
Run serial dilutions with each run when samples are processed. 

2. Pour 50 ml of the filtered frozen water sample or serial dilution into an acid washed 50 ml 
stoppered cylinder. Process sample water and serial dilutions simultaneously. 

3. Add 2 ml of phenol and invert to mix.  Caution: This reagent is very toxic! 

4. Add 2 ml of potassium ferrocyanide and invert to mix. 

5. Add 5 ml of the hypochlorite solution, invert twice to mix, and invert again after 15 minutes. 

6. Allow exactly 2 hours for full color development. Readings are time dependent. Measure the 
serial dilution and water sample absorbances against a DI water blank at 640 nm. 

Calculations 
1. Formulate a linear equation by regressing the nitrogen serial dilution concentrations against 

their respective absorbances minus the average blank (0.000) serial dilution absorbance, and 
calculate the r2. Follow the procedures under the General Laboratory Practices section.  Refer 
to Figure 5 for an example plot of the serial dilutions listed in Table 4. 

2. Determine the water sample concentration by subtracting the average blank (0.000) serial 
dilution absorbance from the average water sample absorbance and insert the value into the 
regression formula provided by the serial dilutions. 

NITRATE AND NITRITE 
Nitrite (NO2

-) is oxidized to Nitrate (NO3
-) by nitrification and assimilated by phytoplankton 

during photosynthesis in oligotrophic systems (Koenings et al. 1987). Low oxygen 
concentrations in eutrophic systems can fuel denitrification (NO3

-  →  NO2
-  →  NH3). This 

method determines nitrate + nitrite concentrations by reducing nitrate to nitrite with cupric 
sulfate. Nitrite concentrations can be calculated by adding the reagents and not passing the water 
sample through the cadmium reduction columns, eliminating the reduction step. 

Equipment  
Spectronic Genesys 5 Spectrophotometer, 80 ml cadmium reduction columns (Figure 6), 50 ml 
stoppered cylinders, and 100 mm cuvettes (10 mm cuvettes can be used but are less accurate). 

Reagents 
1. Buffer solution – Dissolve 100 g of ammonium chloride, 20 g of sodium borate-10-hydrate, 

and 1 g of Na-EDTA in ~ 750 ml of DI water, and dilute to 1 liter with DI water. 

2. Sulfanilamide – Dissolve 3 g of sulfanilamide in 150 ml of DI water and 50 ml of 
concentrated HCl, and dilute to 250 ml with DI water. 
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3. NNED – Dissolve 0.12 g of N-1 naphthylethylenediamine dihydrochloride in ~50 ml of DI 
water, and dilute to 100 ml with DI water. Keep in a dark bottle and replace monthly or when 
a brown coloration develops. 

4. Cupric Sulfate – Dissolve 25 g of cupric-sulfate 5-hydrate in ~400 ml of DI water and dilute 
to 500 ml with DI water. 

5. 10% Hydrochloric acid – Slowly add 5 ml of concentrated HCl to 45 ml of DI water. 

6. Cadmium – 40 to 60 mesh granules. 

Standards 
1. Primary nitrate standard (0.1 mg ml-1 N) – Dissolve 0.36101 g of potassium nitrate in ~ 400 

ml of DI water, and dilute to 500 ml with DI water. 

2. Secondary nitrate standard (1 μg ml-1 N) – Dilute 2.5 ml of the primary standard to 250 ml 
with DI water. 

3. Primary nitrite standard (0.1 mg ml-1 N) – Dissolve 0.24630 g of sodium nitrite in ~ 400 ml 
of DI water, and dilute to 500 ml with DI water. 

4. Secondary nitrite standard (1 μg ml-1 N) – Dilute 1.0 ml of the primary standard to 100 ml 
with DI water. 

Procedure  
Test the reduction efficiencies (RE) of each of the cadmium columns at the start of the season 
and mid season following step 9. If the RE is less than 95% or greater than 105% clean and 
repack the cadmium columns following step 10. Start at step 1 when the cadmium columns are 
operating properly. 

1. Label two 50 ml stoppered cylinders (SC) for each water sample. When checking the RE, 
label two SC for 0.0 serial dilutions (DI water blanks) and one SC for each of the four 
remaining serial dilutions listed in Table 5. 

2. Pour 50 ml of the filtered frozen water sample or serial dilution (only when checking the RE) 
into a 50 ml stoppered cylinder, add 5 ml of buffer solution and invert to mix. 

3. Pour ~ 20 ml of buffered sample into the column reservoir, allow the sample to drip through, 
and discard the effluent. Make sure the duplicate samples from each lake are run through the 
same columns. 

4. Pour the remaining sample (~35 ml) into the column reservoir and collect 30 ml of the 
effluent in the original cylinder. Allow the remaining sample (~5 ml) to drip through, and 
discard. 

5. If columns have less than 18.5 cm of cadmium pass a 50 ml buffered blank through the 
columns between sample sets to compensate for residual nitrogen left in the column. 

6. Add 0.5 ml of sulfanilamide to the 30 ml sample, and invert twice to mix. Allow 5 minutes 
for proper reaction time. 

7. Add 0.5 ml of NNED solution and invert twice to mix. Allow 15 minutes for full color 
development. The color remains stable for hours. 
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8. Measure the serial dilution and/or sample absorbance against a DI water blank at 543 (nm). 

9. Check the reduction efficiencies (RE) of each with the following procedure: 

a. Prepare a reagent blank by adding 5 ml of buffer solution to 50 ml of DI water in a 
stoppered cylinder and invert to mix. 

b. Prepare four nitrate standards. Add 10 ml of the secondary nitrate standard to two SC and 
add 5 ml to two SC, dilute each to 50 ml with DI water, and add 5 ml of buffer to each. 
Invert to mix. 

c. Prepare two nitrite standards. Add 10 ml of the secondary nitrite standard to one SC and 
add 5 ml to one SC, dilute to 50 ml with DI water, and add 5 ml of buffer. Invert to mix. 

d. Pour the standards through the cadmium column using procedures 2 through 8 in the 
following order; blank, nitrate, nitrite, and nitrate. 

e. Calculate the reduction efficiency of the column as follows: 

R.E. = (averaged absorbances of nitrate standards) – blank 

            (absorbance of nitrite standard) – blank 

10. If the RE is less than 95% or greater than 105%, clean and repack the cadmium columns. 

a. Remove the cadmium granules by inverting the column into a 600 ml beaker and rinsing 
with DI water. 

b. Add 50 ml of 10% HCl to the cadmium, swirl, and soak for ~ 30 minutes. 

c. Rinse the cadmium with DI water, add ~30 ml of cupric sulfate, and soak for 15 minutes. 

d. Pour off the solution, rinse the cadmium with DI water, and add 30 ml of cupric sulfate. 
Soak until the cadmium is coated with copper; i.e., when the blue color disappears. Rinse 
the cadmium thoroughly with DI water. 

e. After cleaning the columns thoroughly, close the outlet valve, and fill the column with DI 
water. Place a small wad of glass fiber wool into the reservoir and allow it to settle to the 
bottom of the column (Figure 6).  

f. Using a DI wash bottle, rinse the cadmium into the column so that the granules do not 
bypass the glass wool and the column is not obstructed with air bubbles. 

g. Recheck the RE. 

Note: 

• To maintain the column pass a concentrated buffer solution (25ml buffer, 75 ml DI water) 
through the column every month. 

• After extended periods without use pass a nitrate buffer solution (25ml nitrate, 75 ml buffer) 
before testing RE. 

• The height (volume) of cadmium within a column greatly affects RE and flow rate. A height 
of less than 18.5 cm reduces flow rates and leaves residual sample in the column 
contaminating the next sample and reducing RE. 
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• If the sample is tinted blue after passing through the column, clean the cadmium, as 
described in 10. 

Caution: Cadmium is toxic. Do not inhale dust. 

Calculations 
1. Formulate a linear equation by regressing the nitrate serial dilution concentrations against 

their respective absorbances minus the average blank (0.000) serial dilution absorbance, and 
calculate the r2. Follow the procedures under the General Laboratory Practices section. Refer 
to Figure 7 for an example plot of the serial dilutions listed in Table 5. 

2. Determine the water sample concentration by subtracting the average blank (0.000) serial 
dilution absorbance from the average water sample absorbance and insert the value into the 
regression formula provided by the serial dilutions. The spectrophotometer absorbance 
reaches a maximum reading of 3.400 nm. For nitrate concentrations greater than 100 μg L-1 

water samples must be diluted. 

Note: When the columns are not in immediate use, pour ~100 ml of DI water into the 
reservoir and allow the water to drip through. Follow the DI water with 50 ml of buffer and 
allow to drip through. Keep the reservoir covered with parafilm at all times. 

TOTAL PHOSPHOROUS (TP) AND TOTAL FILTERABLE PHOSPHOROUS (TFP) 
Phosphorous concentrations in aquatic systems are typically low and can limit production 
(Koenings et al. 1987).  N:P ratios > 18:1 are favorable for algae growth. Concentrations in our 
systems average 9 μg L-1 TP and 3 μg L-1 TFP. 

Equipment  
Genesys 5 Spectrophotometer, autoclave (121ο C, 15 psi), 50 ml volumetric flasks, 50 ml 
stoppered cylinders, and 100 mm cuvettes (quartz recommended). 

Reagents 
1. Antimony-tartrate solution – Add 53.3 ml of concentrated sulfuric acid to ~800 ml of DI 

water and allow to cool at room temperature. Dissolve 0.748 g of antimony potassium tartrate 
trihydrate in the sulfuric acid solution and dilute to 1 L with DI water. Filter the solution 
when a precipitate forms. Store refrigerated and replace every two months. 

2. Molybdate solution – Dissolve 7.95 g of ammonium molybdate-4-hydrate in ~500 ml of DI 
water and dilute to 1 L with DI water. Store refrigerated and replace every two months. 

3. 3.6 N Sulfuric acid (H2SO4) – Add 12.5 ml of concentrated sulfuric acid to ~ 100 ml of DI 
water, cool, and dilute to 125 ml with DI water. 

4. Digestion reagent – Dissolve 30 g of potassium persulfate in ~400 ml of DI water containing 
50 ml of 3.6 N sulfuric acid and dilute to 500 ml with DI water. Avoid sediment when 
pipeting. 

5. Mixed reagent I (MRI) – Combine 125 ml of both the antimony-tartrate and molybdate 
solutions.  Add 1 g of ascorbic acid, dissolve, and dilute to 500 ml with DI water. This 
reagent degrades rapidly. 
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To decrease variability between sample runs the NIL only uses the Digestion and Mixed reagent 
1 on the day after they were made. 

Standards 
1. Primary phosphorous standard (0.05 μg ml-1 P) – Dissolve 0.1389 g of potassium phosphate-

dibasic (K2HPO4) in ~ 400 ml of DI water and dilute to 500 ml with DI water. The primary 
standard should be replaced after six months. 

2. Secondary standard (0.5 μg ml-1 P) – Dilute 1 ml of the primary standard to 100 ml with DI 
water. The secondary standard should be replaced after three months. 

Procedure 
1. Label two acid washed 50 ml volumetric flasks (VF) for each water sample, two acid washed 

VF for 0.00 and 1.00 serial dilutions (DI water blanks), and one acid washed VF for each of 
the 4 remaining serial dilutions listed in Table 6. Run serial dilutions each day samples are 
processed. 

2. Pour 25 ml of unfiltered frozen water sample for TP, or 25 ml of filtered frozen water sample 
for TFP, or 25 ml of serial dilution into a 50 ml volumetric flask. Process water samples and 
serial dilutions simultaneously. 

3. Add 5 ml of digestion reagent and mix. Cover the volumetric flasks with aluminum foil and 
digest in the autoclave for 30 minutes. Follow the autoclave procedure below. 

a. Leave the temperature setting on low and set the autoclave timer to 50 minutes to allow 
for the slow cooling cycle. 

b. Fill the water reservoir with distilled water. 

c. Turn on the power and the slow exhaust switches. 

d. When the timer sounds, slowly crack open the autoclave door to allow venting. 

4. Cool the samples to room temperature. Add 5 ml of MRI and mix. Add the reagent to the 
volumetric flasks in groups of three to stagger color development, allowing for proper 
processing time. 

5. Allow exactly 20 minutes for full color development. Readings are time dependent. Measure 
the serial dilution and water sample absorbance against a DI water blank at 882 nm. 

Calculations 
1. Formulate a linear equation by regressing the phosphorous serial dilution concentrations 

against their respective absorbances minus the average blank (0.000) serial dilution 
absorbance, and calculate the r2. Follow the procedures under the General Laboratory 
Practices section.  Refer to Figure 8 for an example plot of the serial dilutions in Table 6. 

2. Determine the water sample concentration by subtracting the average blank (0.000) serial 
dilution absorbance from the average water sample absorbance and insert the value into the 
regression formula provided by the serial dilutions. 
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FILTERABLE REACTIVE PHOSPHOROUS (FRP) 
Algae readily take up filterable reactive phosphorous, commonly called soluble inorganic 
orthophosphate (Koenings et al. 1987). 

Equipment  
Spectronic Genesys Spectrophotometer, 50 ml stoppered cylinders, 100 mm cuvettes (quartz 
recommended). 

Reagents 
1. Prepare reagents 1 through 3 as described in the TP and TFP methods. 

2. Mixed reagent II (MRII) – Combine in order: 125 ml of molybdate solution, 50 ml of 3.6 N 
sulfuric acid, and 125 ml of antimony-tartrate solution. Add 1.0 g of ascorbic acid, allow the 
solution to dissolve, and dilute to 500 ml with DI water. Replace this reagent weekly. 

To decrease variability between sample runs the NIL only uses the Mixed reagent II on the day 
after it was made. 

Standards  
Prepare the primary and secondary standards as described in the TP and TFP methods. 

Procedure 
1. Label two acid washed 50 ml stoppered cylinders (SC) for each water sample, two acid 

washed SC for 0.0 (DI water blanks) and 0.50 serial dilutions, and one acid washed SC for 
each of the four remaining serial dilutions listed in Table 7. Run serial dilutions each day 
samples are processed. 

2. Pour 25 ml of filtered frozen water sample or 25 ml of serial dilution into an acid washed 50 
ml stoppered cylinder. Process sample water and serial dilutions simultaneously. 

3. Add 5 ml of MRII, and mix. Add the reagent to the stoppered cylinders in groups of three to 
stagger color development, allowing for proper processing time. 

4. Allow exactly 20 minutes for full color development. Readings are time dependent. Measure 
the serial dilution and water sample absorbance against a DI water blank at 882 nm. 

Calculations 
1. Formulate a linear equation by regressing the phosphorous serial dilution concentrations 

against their respective absorbances minus the average blank (0.000) serial dilution 
absorbance, and calculate the r2. Follow the procedures under the General Laboratory 
Practices section. Refer to Figure 9 for an example plot of the serial dilutions listed in Table 
7. 

2. Determine the water sample concentration by subtracting the average blank (0.000) serial 
dilution absorbance from the average water sample absorbance and insert the value into the 
regression formula provided by the serial dilutions. 
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CHLOROPHYLL A AND PHAEOPHYTIN A 
Primary production can be estimated by calculating the concentration of phytoplankton 
chlorophyll pigments in a volume of water (Edmonson 1959). Chlorophyll a is the largest 
component of chlorophyll algal pigments. Degradation of chlorophyll results in phaeophytin a 
(Lind 1985). 

Equipment  
Genesis 5 Spectrophotometer, grinding vessel (ceramic mortar and pestle), Clay-Adams Dynac 
centrifuge, 15 ml glass centrifuge tubes, Whatman GF/F filter pads, and 10 mm cuvettes (quartz 
recommended). 

Reagents 
1. 1 N Sodium bicarbonate – Dissolve and dilute 8.4 g NaHCO3 into 100 ml DI water. 

2. 2 N HCl – Dilute 42 ml of concentrated HCl to 250 ml with DI water. 

3. 90% neutralized acetone – Dilute 900 ml of reagent-grade acetone to 1 liter with DI water, 
add 1 ml of 1 N NaHCO3, and filter in the hood. 

Procedure 
1. Partially thaw filter pads, place into mortar, and add 2 ml of 90% acetone. 

Note: Keep the samples dark and as cold as possible throughout the procedure. Storing the 
mortar in the freezer helps keep the samples cold. Avoid washing glassware with 10% HCl, 
use 90% acetone. Keep all acetone in the hood! 

2. Grind the filter pad into a slurry. Add 2 ml 90% acetone and regrind. 

3. Scrape the slurry into a 15 ml centrifuge tube, rinse the mortar and pestle with ~ 4 ml of 90% 
acetone and add the contents to the centrifuge tube. Rinse the mortar and pestle again with 2 
ml of 90% acetone, and add the contents to the centrifuge tube. Total acetone added should 
be 10 ml. All centrifuge tubes should be filled to the same level to balance the centrifuge. 

4. Cover the centrifuge tube with a cap, and refrigerate the samples for 2-3 hours to complete 
chlorophyll a extraction. Samples can be stored in the refrigerator overnight to allow for 
increased production. Keep the centrifuge tubes covered and dark. 

5. Centrifuge the tubes for 40 minutes at 2500 rpm. Decant the supernatant into a 25 ml 
graduated cylinder and dilute to 12 ml with 90% acetone. 

6. Invert to mix, split equally into two centrifuge tubes, and to one tube add 0.05 ml of 2 N HCl. 
Invert to mix the acidified centrifuge tube. 

7. Measure the absorbance of the unacidified fraction against a 90% acetone blank at 750 nm, 
665 nm, 663 nm, 645 nm, and 630 nm. 

8. Measure the absorbance of the acidified fraction against a 90% acetone blank at 750 nm, and 
665 nm. 

Calculations 
 (Monochromatic method) 
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chlorophyll a (μg L-1) = 26.7 (665o – 665a) x Vs 

 L x V f 

phaeophytin a (μg L-1) = 26.7 (1.7 (665a )– 665o) x Vs 

 L x V f 

(665o) = absorbance  665 nm – absorbance 750 nm (before acidification). 

(665a) = absorbance  665 nm – absorbance 750 nm (after acidification). 

Vs = total volume (ml) of sample extract (12 ml normally). 

L = path length (cm) of cuvette. 

Vf = volume (L) of lake water filtered 

ZOOPLANKTON 
The zooplankton community is the primary forage base for juvenile sockeye salmon and 
therefore its characteristics are important in gauging rearing conditions and evaluating results of 
stocking or enrichment programs (Koenings et al. 1987). Salmon fry exert predation pressure 
that can structure the zooplankton community; although environmental conditions also play a 
role in community structure (Lind 1985). 

GENERAL PREPARATION 
Equipment  
Microscope with ocular micrometer, Sedgewick-Rafter counting cell (S-R Cell), 1 ml or Henson-
Stemple pipet, small funnel, section of plankton net large enough to fit in funnel, magnetic 
stirrer, and 250 ml beaker. 

Procedure 
1. Place a section of plankton net onto a funnel over a formalin waste container and empty the 

contents of the sample bottle onto the net. Rinse the sample bottle several times with DI or 
tap water and pour onto the net. 

2. Invert the net over a 250 ml beaker and rinse the contents into the beaker using a known 
volume of DI water. Zooplankters are now formalin free and can be diluted as needed. 

3. Dilute the contents of the beaker to ~100-150 organisms per ml. Do a quick count in a 
Sedgewick-Rafter (S-R) cell if uncertain about the organism density in the beaker. Be sure to 
empty the cell contents back into the beaker. Add more water if needed, recording the final 
volume. 

4. Slowly mix the sample with a magnetic stirrer and draw out a random 1 ml sample. Mix 
gently and only as long as needed to get an even mix because over mixing will detach eggs or 
egg clusters from ovigerous zooplankters. Place the sample onto a clean S-R cell with a cover 
slip. 

5. Using the microscope, identify, measure, and count the zooplankters present on the slide 
(subsections for each of the parameters follow). Count at least 3 of the 1 ml aliquots. Dispose 
of the counted aliquots. Returning the counted aliquots to the beaker requires rinsing of the 
slide to get all the zooplankters off the slide and changes the dilution. 
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Hints: Lines on the S-R counting cells are used to facilitate systematic counting. Counts from the 
3 aliquots should be similar. Additional counts may be necessary to achieve consistency if the 
aliquots contain less than 100-150 zooplankters or if counts vary greatly. To store a sample, 
replace the water with 10% neutralized formalin. 

Identification 
Common cladocerans in Alaskan lakes are Bosmina, Daphnia, Holopedium, Chydorinae, and 
Polyphemus (Table 8). Common copepods (Copepoda) include Cyclops, Diaptomus, Epischura, 
and Harpacticus (Table 8) and some common rotifers are Kellicottia, Asplanchna, Keratella, 
Conochilus, and Filinia. 

At the NIL common macrozooplankton are keyed to the following taxonomic levels (most 
organisms identified to genus are comprised entirely of one species): 

Species: Holopedium, Daphnia. 

Genus: Bosmina, Chydorinae, Polyphemus, Epishura, Cyclops, Diaptomus, Harpacticus, 
Kellicottia, Keretella, Asplanchna, Conochilus, Filinia.  

Edmonson (1959) is used as principle reference for zooplankton identification. Drawings of the 
most common cladocerans and copepods are shown in Figure 10. These two groups of 
zooplankton are the key genera identified. Occasionally, species such as rotifers, ostracods, 
oligochaetes, and insects are also counted. Additional useful references for invertebrate 
identification include Sherman and Sherman (1976) and Smith (1977). For insect identification 
use McCafferty (1983). 

Differentiation between cladocerans and copepods is fairly easy. Cladocerans are unsegmented 
and round in shape, with branching antennae. Copepods are segmented and elongate without 
branching antennae. 

Identify cladocerans to species when possible. The gelatinous mass around Holopedium is rarely 
visible. Each species is counted and measured separately. Ovigerous (ovig) cladocerans are 
counted and measured separately. Ovigerous cladocerans store eggs in a brood pouch within the 
body which are visible as darker structures. There may be cladocerans that have hatched from the 
brood pouch, but are not identifiable yet. Immature cladocerans are counted, but not measured. 
Make certain all zooplankton readers are consistent with this identification. 

Differentiation among copepods can be difficult. Each species is counted and measured 
separately.  Egg bearing (ovigerous) copepods are counted and measured separately. Ovigerous 
cyclopoids will have one egg sack on each side of their body, towards the tail end. Ovigerous 
calanoids will have one egg sack centrally located towards the tail end. Early life stage copepods 
are called nauplii. Nauplii have not matured enough to allow for differentiation between species 
groups (Figure 11). Nauplii are counted, but not measured. 

Miscellaneous species are counted but not measured. If new species are encountered, count them 
and add to the templates (Appendices A5, A6, A7, and A8). 

Measurements 
1. Calibrate the ocular micrometer for appropriate scale and determine if any conversions are 

necessary. 
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2. Measure the distance from the top of the head to the end of the carapace (Figure 10) for the 
first 15 individuals of each copepod or cladoceran species encountered. The ocular 
micrometer (on the eye piece) will need to be rotated for proper orientation in most cases. If 
an individual is not suitable for measurement (broken, distorted, or oriented perpendicularly) 
measure to the next individual instead. Remember to separately measure ovigerous 
individuals. Immature cladocerans and nauplii do not need to be measured.  Record lengths 
to the nearest 0.01 mm if possible. 

3. Determine the required number of organisms to measure that results in a level of precision of 
±10% at a 95% confidence level as follows: Excel spreadsheet Template 1 (Appendix A4) 
and Table 9 are used to give the number of measurements needed. Changes to formulas 
require a password. 

Sample size determination for body size (Template 1) 

a. Enter organism, lake, and date. 

b. Enter the first 15 measurements taken. 

c. Mean and standard deviation (S.D.) are automatically computed. 

d. Using n, n-1 is automatically computed. 

e. Using n-1 find the corresponding t-statistic from Table 9 and enter it in the correct cell. 

f. This will give you N, which is the number of organisms that should be measured from 
that sample if possible. 

Template 1 calculates:  

g. The mean length (L) and standard deviation (SD) of the first 15 zooplankters of a species, 
and determines n by substituting into the formula: 

n=[(1.96 x SD)/(0.10 x L)]2  

h. The number (N) of zooplankters to be measured by using n-1 and the t-statistic  at a 
confidence level of 95% (Table 9) and substituting t, SD, and L into the formula: 

N=[(t x SD)/(0.10 x L)]2 

N=number to be measured 

4. Record the length measurements on the Zooplankton Data Sheet (Appendix A5). 

Counting 
1. Systematically count how many organisms of each type or category are present on the S-R 

counting cell. The entire cell should be counted for accurate and consistent results. Enter the 
counts on the Zooplankton Data Sheet (Appendix A5). Count a minimum of three sample 
aliquots. 

2. Excel spreadsheet Template 2 (Appendix A6) is used for count and measurement 
calculations. 

Changes to formulas require a password. Contact authorized personnel if new organisms or 
errors are found. Follow the proceeding instructions to complete Template 2 (a,b, and c). 
Templates 3 and 4 are automatically completed and require a password. 
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a. Enter sample data (lake, station, depth, and date) into the appropriate cells. 

b. Enter the sample dilution volume into the appropriate cell. 

c. Enter the count and length results from each aliquot into the appropriate species row. 
Enter a zero if none were counted in the aliquot. Be sure to use the appropriate size (e.g. a 
Bosmina of 0.31 mm). If you have no length measurement, leave the cell blank. 

The remainder is automatically calculated. 

d. Total in sample column: This is the mean multiplied by the dilution factor. 

e. #/m2:  This is the total in sample divided by the area of the plankton net opening. Make 
sure the area is correct for the plankton net used for that tow (0.2 m net =0.0314; 0.5 m 
net = 0.1963). 

#/m3: This is the total in sample divided by the product of the depth of tow and the area of the 
plankton net opening. Again, check the net area formula. 

Zooplankter per m2= # in entire sample 

 Net area (m2) 

Zooplankter per m3= # in entire sample  

 Depth (m) of tow x net area (m2) 

Body size and biomass sections (Template 3) 

a. Weighted mean length: The formula uses the mean body size of an organism combined 
with how numerous that organism was on the given sample date, and gives an adjusted 
mean length. 

b. Biomass: This uses the total mean length and a wet length to dry weight relationship 
specific to each organism (Table 8) to determine biomass. Make sure you are using the 
correct equation for the organism. 

c. Weighted biomass: Identical to biomass, except using the weighted mean length. 

d. Group weighted biomass and group weighted length are simply the sums of ovigerous 
and non-ovigerous organisms. 

QA/QC PROCEDURES 
To assure precise and accurate data, quality assurance (QA) and quality control (QC) measures 
must be taken. 

INTERNAL QA AND QC MEASURES 
1. Follow the general laboratory procedures ensuring the cleanliness of all glassware, the exact 

preparation and addition of reagents or standards, and the use of serial dilutions with every 
nutrient batch. 

2. Track reagent changes by plotting reagent age (days) against a standardized absorbance value 
(for example, Table 2, Figure 3). A linear equation with a concentration value outside of an 
R2 of 0.90 for the corresponding reagent age is unacceptable and will require the test to be 
redone (for example, Figure 3). Large Y intercepts are also unacceptable requiring the test to 
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be redone. As reagents age, a given absorbance will give different values. Most of our tests 
show a decreasing exponential relationship alternately, TP/TFP show an increasing 
relationship. 

a. Choose a standardized absorbance value and enter the value into column A. The 
standardized absorbance value chosen should reflect an average corrected absorbance 
value from the data. 

b. Enter the actual linear formulas for the specific test into column B. 

c. Enter the corresponding age (days) of the reagent for the linear formula into column C. 

d. Enter the value calculated by substituting the standardized absorbance value into the 
linear equation into column D. 

e. Plot the reagent days against the calculated value using a scatter plot (see general 
procedures) to get a linear equation and r2. 

EXTERNAL QA AND QC MEASURES 
1. Use certificate of analysis nutrient samples, these nutrients come in a prepared ampule with 

the reference value in a sealed envelope. The certificate of analysis provides an advisory 
range from the National Standards for Water Proficiency Testing Studies Criteria Document 
(1998) at the 95% confidence level. 

2. Send duplicate water samples to ADF&G’s CRL program or South Dakota University for 
analysis. CRL participates in the U.S. Geological Survey’s analytical evaluation program for 
standard reference samples. 
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Table 1.–Formulating a linear equation for total ammonia (TA) calculations. 

Volume of secondary 
nitrogen standard (ml) to 

be added for serial 
dilution

Volume of DI water 
to be added for serial 

dilution (ml)

Known ammonia 
concentration (ug 
mL) at each serial 

dilution

Sample 
absorbance (x) for 

each serial 
dilution

Corrected 
absorbance (x-

blank)
0.0 50.0 0 0.036 0.000
0.1 49.9 1 0.053 0.017
0.3 49.7 3 0.058 0.022
0.5 49.5 5 0.066 0.030
1.5 48.5 15 0.127 0.091
3.0 47.0 30 0.225 0.190
5.0 45.0 50 0.299 0.263

 
 

Table 2.–Total ammonia reagent age vs nutrient concentration values. 

Standardized absorbance 
value (SAV) Calculated linear formulas Reagent age in days (phenol)

Concentration calculated from entering SAV into 
linear formula (TA) 

X = .100 y=154.47x-0.2372 1 15.2
X = .100 y=151.57x-4.5252 2 10.6
X = .100 y=136.31x-9.6577 5 4.0

 
 

Table 3.–Serial dilutions needed for color testing. 

Volume of Color 
Standard (ml) to be 

added for serial dilution

Volume of De ionized (DI) 
Water (ml) to be added for serial 

dilution

Known Platinum 
Cobalt Units (PT) at 
each serial dilution

Sample Absorbance 
(400 nm) for each serial 

dilution
0.00 4.00 0.0 0.000
0.10 3.90 12.5 0.019
0.20 3.80 25.0 0.046
0.30 3.70 37.5 0.064
0.50 3.50 62.5 0.103
1.00 3.00 125.0 0.210
2.00 2.00 250.0 0.420
3.00 1.00 375.0 0.615
3.50 0.50 437.0 0.726
3.70 0.30 462.0 0.769
3.80 0.20 475.0 0.786
3.90 0.10 487.0 0.803
4.00 0.00 500.0 0.826

 
 



 

Table 4.–Serial dilutions needed for total ammonia (TA) testing. 

Volume of secondary 
nitrogen standard (ml) to 

be added for serial 
dilution

Volume of DI water 
to be added for serial 

dilution (ml)

Known ammonia 
concentration (ug 
mL) at each serial 

dilution

Sample 
absorbance (x) for 

each serial 
dilution

Corrected 
absorbance (x-

blank)
0.0 50.0 0 0.036 0.000
0.1 49.9 1 0.053 0.017
0.3 49.7 3 0.058 0.022
0.5 49.5 5 0.066 0.030
1.5 48.5 15 0.127 0.091
3.0 47.0 30 0.225 0.190
5.0 45.0 50 0.299 0.263

 
 

Table 5.–Serial dilutions needed for Nitrate + Nitrite testing. 

Volume of secondary 
nitrate standard (mL) to 

be added for serial 
dilution

Volume of DI water 
to be added for serial 

dilution (ml)

Known nitrogen 
concentration (ug 
mL) at each serial 

dilution

Sample 
absorbance (x) for 

each serial 
dilution

Corrected 
absorbance (x-

blank)
0.0 50.0 0 0.025 0.000
0.1 49.9 2 0.073 0.048
1.0 49.0 20 0.579 0.554
2.5 47.5 50 1.109 1.084
5.0 45.0 100 2.400 2.375

10.0 40.0 200 3.290 3.265
 

 

Table 6.–Serial dilutions needed for total phosphorous (TP) and total filterable phosphorous 
(TFP) testing. 

Volume of secondary 
phosphorous standard (ml) 

to be added for serial 
dilution

Volume of DI water to 
be added for serial 

dilution (ml)

Known phosphorous 
concentration (ug 
mL) at each serial 

dilution

Sample 
absorbance (x) for 

each serial 
dilution

Corrected 
absorbance (x-

blank)
0.00 25.0 0 0.032 0.000
0.10 24.9 2 0.046 0.014
0.20 24.8 4 0.056 0.024
0.30 24.7 6 0.086 0.054
0.50 24.5 10 0.086 0.054
1.00 24.0 20 0.128 0.096

 

 29



 

Table 7.–Serial dilutions needed for filterable reactive phosphorous (FRP) testing. 

Volume of secondary 
phosphorous standard (ml) to 
be added for serial dilution

Volume of DI water 
to be added for serial 

dilution (ml)

Known phosporous 
concentration (ug L) 
at each serial dilution

Sample 
absorbance (x) for 

each serial 
dilutions

Corrected 
absorbance (x-

blank)
0.00 25.0 0 0.0065 0.0000
0.05 25.0 1 0.0130 0.0065
0.10 24.9 2 0.0180 0.0115
0.20 24.8 4 0.0290 0.0225
0.30 24.7 6 0.0470 0.0405
0.50 24.5 10 0.0710 0.0645
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Table 8.–Wet length to dry weight relationships for calculating zooplankton biomass. 

Taxa Wet length to dry weight relationship a

Copepods

Ergasilis Lg^2.14*0.0036*density

Epischura Lg^2.84*0.0045*density

Diaptomus Lg^2.82*0.0043*density

Heterocope Lg^2.88*0.0055*density

Eurytemora Lg^1.61*0.0058*density

Cyclops Lg^2.14*0.0036*density

Harpaticus Lg^2.14*0.0036*density

Cladocerans

Bosmina Lg^2.11*0.0102*density

Daphnia l. Lg^2.17*0.0046*density

Daphnia g. Lg^3.31*0.0025*density

Daphnia r. Lg^2.35*0.0036*density

Holopedium g. Lg^2.44*0.0114*density

Chydorinae Lg^2.11*0.0102*density

Polyphemus Lg^1.49*0.0009*density
                                                        
                                                                          

-Data supplied by Jim Edmondson, personal correspondence. 
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Table 9.–Student’s t-statistic and sample sizes (n) used to determine the number (N) of 
zooplankter’s to be measured to achieve a confidence level (CL) of 95%. 

t-statistic t-statistic t-statistic
n-1 (95% CL) n-1 (95% CL) n-1 (95% CL)

1 12.7 11 2.2 21 2.08
2 4.3 12 2.18 22 2.07
3 3.18 13 2.16 23 2.07
4 2.78 14 2.14 24 2.06
5 2.57 15 2.13 25 2.06
6 2.45 16 2.12 26 2.06
7 2.36 17 2.11 27 2.05
8 2.31 18 2.1 28 2.05
9 2.26 19 2.09 29 2.05

10 2.23 20 2.09 >or= 30 1.96
 

Taken from Koenings et al. (1987). 
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Detailed Lake Survey Field Form   -    Division of Commercial Fisheries, Limnology Section

Lake Station Bottom depth (m)

Weather and lake surface conditions

Date Name (s) of sampling personnel Time

Physical Parameters Water samples: 
Solar were / were not collected for lab analysis.

Dissolved Illuminance
Depth Temperature Oxygen Depth (Foot Candles) Depths of samples:       (m), (m) and (m)

(m) (oC) (mg/l) (m) UP
Incidence Incidence Samples were filtered in the lab.
Surface Surface

0.5 0.5 Zooplankton:
1.0 1.0 One Vertical tow was taken at each station.
1.5 1.5
2.0 2.0 Station No. Bottom depth (m)
2.5 2.5
3.0 3.0 Zooplankton tow depth (m)
3.5 3.5
4.0 4.0 Station No. Bottom depth (m)
4.5 4.5
5.0 5.0 Zooplankton tow depth (m)
6.0 6.0
7.0 7.0 Net size was 20cm x 153u.
8.0 8.0
9.0 9.0 Each tow was preserved separately in 10% 

10.0 10.0 Buffered Formalin.
11.0 11.0
12.0 12.0 Secchi disk: 
13.0 13.0 disappeared: (m)
14.0 14.0
15.0 15.0 reappeared: (m)
16.0 16.0
17.0 17.0 Mean disk reading: (m)
18.0 18.0
19.0 19.0 Comments:
20.0 20.0
21.0 21.0
22.0 22.0
23.0 23.0
24.0 24.0
25.0 25.0
30.0 26.0
35.0 27.0
40.0 28.0
45.0 29.0
50.0 30.0

Hand held temp. water: air:
DO Meter Light Meter

 
Figure 1.–Detailed lake survey form. 
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Figure 2.–Formulating a linear equation for total ammonia (TA) calculations. 
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Figure 3.–Total ammonia reagent age vs nutrient concentration values. 

 

 



 

 
Figure  4.–Apparatus used to process samples by vacuum filtration to obtain particulates and 

filtrate: A) using one filtrate flask and B) using a filtering manifold. Figure adapted from Koenings 
etal.(1987). 
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Figure 5.– Total ammonia (TA) calculations. 
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Figure 6.–Cadmium column used to reduce nitrate to nitrite in the manual analysis of nitrate + 

nitrite nitrogen (Koenings et al 1987). 
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Figure 7.–Nitrate + Nitrite calculations. 
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Figure 8.–Total phosphorous (TP) and total filterable phosphorous (TFP) calculations. 
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Figure 9.–Filterable reactive phosphorous (FRP) calculations. 

 



 

 
Figure 10.–Common cladocerans and copepods with locations of anterior and posterior measuring 

points (Koenings et al. 1987). 
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Figure 11.–Copepod life history stages (Wetzel and Likens 1991). 
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Appendix A1.–Field sampling equipment list. 

 
Equipment Task
 

  

Van Dorn bottle Water samples  
 
Rope marked in meters " 
 
Messenger "
 
Carboys "
1 per original station 
 
20-cm x 153-um mesh Zooplankton samples   
Plankton net   
 
Rope marked in meters " 
 
1-125 ml polypropylene bottles     " 
(Per station) with  
12.5 ml of 100% buffered formalin  
in each bottle. 
 
D.O./temperature meter Temp/DO readings 
(cord marked in meters) 
 
Photometer 
(cord marked in 1/2 meters) Light level readings  
 
Secchi disk Water clarity reading 
 
Clip board/rite in rain paper Data entry 
 
Sandbags (3 bags per station) or anchor,  Station set up 
Hand held GPS, rope and buoy. 
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Appendix A2.–Lab water filtering equipment list. 
 
 
Equipment  Task 
 
Polypropylene bottles (labeled) 
per Carboy 1 m  sample: (2) 500 ml 500 ml unfiltered. refrigerate 
  500 ml filtrate frozen 
 (1) 125 ml 1-phytoplankton 
   
 (1) 250 ml 200 ml unfilt. frozen 
 
Whatman GF/F filters/petri slides 
per Carboy 1 m and deep sample:  
 (4) 4.25-cm Particulate filtering 
  (Chl a, N, P,C) 
 
Graduated cylinders  Sample  measurement 
 
Filter apparatus: filter tower (4) Particulate filtering 
 filtrate flask (1) filtrate frozen samples 
 vacuum pump 
 vacuum hose 
 vacuum filter 
 Waste water flask 
 
Wash bottle with filtered water  Rinsing filter apparatus   
bottle washing station 
 
Phosphate free detergent  Washing bottles, 
  carboys, glassware 
 
Filtered water  Rinsing bottles, 
  carboys, glassware 
  after washing 
 
Sterile forceps  Handling filters 
 
Magnesium carbonate  Chlorophyll a preservation 
 
Tin foil/parafilm  Covering filter apparatus   
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Appendix A3.–Sample collection protocol and procedures for lake water processing. Adapted from 
Koenings et al. (1987). 

EPILIMNETIC AND HYPOLIMNETIC ZONES

UNFILTERED (field) LAKE WATER UNFILTERED (lab)

dissolved oxygen filter at 15 psi
temperature conductivity
light pH

alkalinity
turbidity

PARTICULATES FILTRATE calcium
magnesium

particulate C,N,P,Chl a total ammonia total iron
(filter one liter each nitrate - nitrite reactive silicon
and store frozen) filterable reactive - P (500ml, refrigerated)

total filterable - P
color total phosphorous
(450 ml, frozen) total Kjeldahl

(450ml, frozen)
 

 

 
Appendix A4.–Template 1 – Determination of sample number for adequate body size measurement. 

Organism: Lake: date:

First 15 measurements
1
2
3
4 n=
5
6 n-1=
7 t-statistic=
8
9 N=
10
11 N=number to be measured
12
13
14
15

mean
s.d.
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Appendix A5.–Zooplankton data sheet. 

Zooplankton data sheet

Lake: Sample date: Count #:
Station: depth:
This sample was diluted in _______ ml water.

Organism Tally Total

Name: Name: Name: Name:
# length # length # length # length
1 1 1 1
2 2 2 2
3 3 3 3
4 4 4 4
5 5 5 5
6 6 6 6
7 7 7 7
8 8 8 8
9 9 9 9

10 10 10 10
11 11 11 11
12 12 12 12
13 13 13 13
14 14 14 14
15 15 15 15
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Appendix A6.–Template 2 – Zooplankton count summary sheet. 
Lake:

Station:
Depth:

Date:

Dilution: Counts

1 2 3 4 5 6 7 Mean
Total in 
sample #/m2 #/m3

Ergasilis
Epischura
Ovig. Epischura
Diaptomus
Ovig Diaptomus
Cyclops
Ovig. Cyclops
Harpaticus
Nauplii

Bosmina
Ovig. Bosmina
Daphnia l.
Ovig. Daphnia l.
Daphnia g.
Holopedium
Ovig. Holopedium
Chydorinae
Polyphemus
Immature Cladocera

Kellicottia
Asplanchna
Keratella
Conochilus
Filinia
Ostracoda
Egg thing
Ceratium
other rotifers

Body Size (mm)
Ergasilis Ergasilis

Epischura Epischura
ovig. Epishura

ovig. Epishura Diaptomus
ovig. Diaptomus

Diaptomus Cyclops
ovig. Cyclops

ovig. Diaptomus Harpaticus
Naupli

Cyclops
Bosmina

ovig. Cyclops ovig. Bosmina
Daphnia L.

Harpaticus ovig. Daphnia L.
Daphnia G

Naupli Holopedium
Bosmina ovig. Holopedium

Chydorinae
ovig. Bosmina Polyphemus

Daphnia L.

ovig. Daphnia L.

Daphnia G

Holopedium

ovig. Holopedium

Chydorinae

Polyphemus
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Appendix A7.–Template 3 – Zooplankton density summary sheet by surface area. 

Lake:
Station:
Year:

Macrozooplankton Density
(no./m 2 ) Seasonal Mean

Date: (No/m2) group mean
Ergasilis
Epischura
Ovig. Epischura
Diaptomus
Ovig Diaptomus
Cyclops
Ovig. Cyclops
Harpaticus
Nauplii

Bosmina
Ovig. Bosmina
Daphnia l.
Ovig. Daphnia l.
Daphnia g.
Holopedium
Ovig. Holopedium
Chydorinae
Polyphemus
Immature Cladocera

Sub Total
Kellicottia
Asplanchna
Keratella
Conochilus
Filinia
Ostracoda
Ceratium
other rotifers

Total:

Body Size (mm)
Mean length 

(mm)

Weighted 
mean length 

(mm)
Biomass 

(mg/m^2)

Weighted 
Biomass 

(mg/m^2)

Group wt'd 
biomass 

(mg/m^2)

Group 
wt'd 

length 
(mm)

Ergasilis
Epischura
Ovig. Epischura
Diaptomus
Ovig. Diaptomus
Cyclops
Ovig. Cyclops
Harpaticus
Nauplii

Bosmina
Ovig. Bosmina
Daphnia l.
Ovig. Daphnia l.
Daphnia g.
Holopedium
Ovig. Holopedium
Chydorinae
Polyphemus

TOTAL:  
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Appendix A8.–Template 4 – Zooplankton density summary sheet by volume. 

Lake:
Station:
Year:

Macrozooplankton Density
(no./m 3 ) Seasonal Mean

Date: (No/m3) group mean

Ergasilis
Epischura
Ovig. Epischura
Diaptomus
Ovig Diaptomus
Cyclops
Ovig. Cyclops
Harpaticus
Nauplii

Bosmina
Ovig. Bosmina
Daphnia l.
Ovig. Daphnia l.
Daphnia g.
Holopedium
Ovig. Holopedium
Chydorinae
Polyphemus
Immature Cladocera

Sub Total
Kellicottia
Asplanchna
Keratella
Conochilus
Filinia
Ostracoda
Ceratium
other rotifers

Total:

Body Size (mm)

Mean 
length 
(mm)

Weighted 
mean length 

(mm)
Biomass 
(mg/m^3)

Weighted 
Biomass 
(mg/m^3)

Group wt'd 
biomass 

(mg/m^3)

Group 
wt'd 

length 
(mm)

Ergasilis
Epischura
Ovig. Epischura
Diaptomus
Ovig. Diaptomus
Cyclops
Ovig. Cyclops
Harpaticus
Nauplii

Bosmina
Ovig. Bosmina
Daphnia l.
Ovig. Daphnia l.
Daphnia g.
Holopedium
Ovig. Holopedium
Chydorinae
Polyphemus  
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